Xenosys.Co.,Ltd.

DECLARATION OF CONFORMITY

Product submitted............. - External Medical Camera
Model: LooksCAM2
Rated Input: AC 100/240 V; 50/60 Hz; 0.3-0.15A

Applicant(Manufacturer)....: Xenosys.Co.,Ltd

2 Venture-ro, 100 beon-gil, Yeonsu-gu, Incheon 22013 Republic of Korea,

Testing Laboratory ............ : SGS Korea Co., Ltd.

Test Report Number(s) ...... EMC: F609501/RF-EMC-003591(H)

Safety: F690501/RF-SAF010105

Usability: F690501/RF-SAF010106

Software Validation: F690501/RF-SAF010107

RF: F690501/RF-RTL012914
F690501/RF-RTL012915
F690501/RF-RTL012916
F690501/RF-RTL012917
F690501/RF-RTL012918

Order Number(s)..............:  (G-44-2018-00129

Specification Requested ...:. EMC : IEC 60601-1-2:2014
ETSI EN 301 489-1 V2.1.1(2017-02)
ETSI EN 301 489-17 V3.1.1(2017-02)
EN 61000-3-2:2014
EN 61000-3-3:2013

Safety : IEC 60601-1:2005 (Third Edition) + CORR. 1:2006 + CORR. 2:2007 +
A1:2012(or IEC 60601-1: 2012 reprint)

Usability: IEC 60601-1-6:2010, AMD1:2013
Software Validation: IEC 62304: 2006 (First Edition)
RF: ETSI EN 300 328 V2.1.1(WLAN)

ETSI EN 300 328 V2.1.1(Zigbee)

ETSI EN 300 440 vV2.1.1

ETSI EN 301 893 V2.1.1

EN 62133: 2008



Conclusion
Based on a review of the test report, this apparatus meets the requirements of the above standards and hence fulfills the requirements of
Directive 93/42/EEC, 2014/53/EU
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Ha-deuk Lee / President of Xenosys Co., Ltd.

April 11, 2019



